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1 
ENDOVASCULAR PROSTHESIS DELIVERY 
DEVICE 


CROSS-REFERENCE TO RELATED 
APPLICATION 


The present application claims the benefit under 35 
U.S.C. $ 119(e) of provisional patent application Ser. No. 
62/495,961, filed Sep. 30, 2016, the contents of which are 
hereby incorporated by reference. 


BACKGROUND OF THE INVENTION 
Field of the Invention 


In one of its aspects, the present invention relates to an 
endovascular prosthesis delivery device. In another of its 
aspects, the present invention relates to a method of treating 
an aneurysm in a patient. Other aspects of the invention will 
be apparent to those of skill in the art having in hand the 
present specification. 


Description of the Prior Art 


As is known in the art, an aneurysm is an abnormal 
bulging outward in the wall of an artery. In some cases, the 
bulging may be in the form of a smooth bulge outward in all 
directions from the artery—this is known as a “fusiform 
aneurysm”. In other cases, the bulging may be in the form 
of a sac arising from an arterial branching point or from one 
side of the artery—this is known as a “saccular aneurysm”. 

While aneurysms can occur in any artery of the body, it 
is usually those which occur in the brain which lead to the 
occurrence of a stroke. Most saccular aneurysms which 
occur in the brain have a neck which extends from the 
cerebral blood vessel and broadens into a pouch which 
projects away from the vessel. 

The problems caused by such aneurysms can occur in 
several different ways. For example, if the aneurysm rup- 
tures, blood enters the brain or the subarachnoid space (1.е., 
the space closely surrounding the brain)—the latter is known 
as an aneurysmal subarachnoid hemorrhage. This is fol- 
lowed by one or more of the following symptoms: nausea, 
vomiting, double vision, neck stiffness and loss of con- 
sciousness. Aneurysmal subarachnoid hemorrhage is an 
emergency medical condition requiring immediate treat- 
ment. Indeed, 10-15% of patients with the condition die 
before reaching the hospital for treatment. More than 50% of 
patients with the condition will die within the first thirty days 
after the hemorrhage. Of those patients who survive, 
approximately half will suffer a permanent stroke. Some of 
these strokes occur one to two weeks after the hemorrhage 
itself from vasospasm in cerebral vessels induced by the 
subarachnoid hemorrhage. Aneurysms also can cause prob- 
lems which are not related to bleeding although this is less 
common. For example, an aneurysm can form a blood clot 
within itself which can break away from the aneurysm and 
be carried downstream where it has the potential to obstruct 
an arterial branch causing a stroke (e.g., an ischemic stroke). 
Further, the aneurysm can also press against nerves (this has 
the potential of resulting in paralysis or abnormal sensation 
of one eye or of the face) or the adjacent brain (this has the 
potential of resulting in seizures). 

Given the potentially fatal consequences of the aneu- 
rysms, particularly brain aneurysms, the art has addressed 
treatment of aneurysms using various approaches. 
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Generally, aneurysms may be treated from outside the 
blood vessels using surgical techniques or from the inside 
using endovascular techniques (the latter falls under the 
broad heading of interventional (ie., non-surgical) tech- 
niques). 

Surgical techniques usually involve a craniotomy requir- 
ing creation of an opening in the skull of the patient through 
which the surgeon can insert instruments to operate directly 
on the brain. In one approach, the brain is retracted to expose 
the vessels from which the aneurysm arises and then the 
surgeon places a clip across the neck of the aneurysm 
thereby preventing arterial blood from entering the aneu- 
rysm. If there is a clot in the aneurysm, the clip also prevents 
the clot from entering the artery and obviates the occurrence 
of a stroke. Upon correct placement of the clip the aneurysm 
will be obliterated in a matter of minutes. Surgical tech- 
niques are the most common treatment for aneurysms. 
Unfortunately, surgical techniques for treating these condi- 
tions are regarded as major surgery involving high risk to the 
patient and necessitate that the patient have strength even to 
have a chance to survive the procedure. 

As discussed above, endovascular techniques are non- 
surgical techniques and are typically performed in an 
angiography suite using a catheter delivery system. Specifi- 
cally, known endovascular techniques involve using the 
catheter delivery system to pack the aneurysm with a 
material which prevents arterial blood from entering the 
aneurysm—this technique is broadly known as emboliza- 
tion. One example of such an approach is the Guglielmi 
Detachable Coil which involves intra-aneurysmal occlusion 
of the aneurysm via a system which utilizes a platinum coil 
attached to a stainless steel delivery wire and electrolytic 
detachment. Thus, once the platinum coil has been placed in 
the aneurysm, it is detached from the stainless steel delivery 
wire by electrolytic dissolution. Specifically, the patient’s 
blood and the saline infusate act as the conductive solutions. 
The anode is the stainless steel delivery wire and the cathode 
is the ground needle which is placed in the patient’s groin. 
Once current is transmitted through the stainless steel deliv- 
ery wire, electrolytic dissolution will occur in the uninsu- 
lated section of the stainless steel detachment zone just 
proximal to the platinum coil (the platinum coil is of course 
unaffected by electrolysis). Other approaches involve the 
use of materials such as cellulose acetate polymer to fill the 
aneurysm sac. While these endovascular approaches are an 
advance in the art, they are disadvantageous. Specifically, 
the risks of these endovascular approaches include rupturing 
the aneurysm during the procedure or causing a stroke (e.g., 
an ischemic stroke) due to distal embolization of the device 
or clot from the aneurysm. Additionally, concern exists 
regarding the long term results of endovascular aneurysm 
obliteration using these techniques. Specifically, there is 
evidence of intra-aneurysmal rearrangement of the packing 
material and reappearance of the aneurysm on follow-up 
angiography. 

One particular type of brain aneurysm which has proven 
to be very difficult to treat, particularly using the surgical 
clipping or endovascular embolization techniques discussed 
above occurs at bifurcations, where a parent artery branches 
into two smaller branch arteries. An example of this type of 
aneurysm is one that occurs at the terminal bifurcation of the 
basilar artery. Successful treatment of bifurcation aneurysms 
(e.g., using a surgical clip) is very difficult due, at least in 
part, to the imperative requirement that all the brainstem 
perforating vessels be spared during surgical clip placement. 

Unfortunately, there are occasions when the size, shape 
and/or location of an aneurysm make both surgical clipping 
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and endovascular embolization not possible for a particular 
patient. Generally, the prognosis for such patients is not 
good. 

Accordingly, while the prior art has made advances in the 
area of treatment of aneurysms, there is still room for 
improvement, particularly in endovascular embolization 
since it is such an attractive alternative to major surgery. 

In International Publication Number WO 99/40873 [Ма- 
rotta et al. (Marotta)], published Aug. 19, 1999, there is 
taught a novel endovascular approach useful in blocking of 
an aneurysmal opening, particularly those in saccular aneu- 
rysms, leading to obliteration of the to aneurysm. The 
approach is truly endovascular in that, with the endovascular 
prosthesis taught by Marotta, there is no requirement to pack 
the aneurysmal sac with a material (e.g., such is used with 
the Guglielmi Detachable Coil). Rather, the endovascular 
prosthesis taught by Marotta operates on the basis that it 
serves to block the opening to the aneurysmal sac thereby 
obviating the need for packing material. Thus, the endovas- 
cular prosthesis taught by Marotta is an important advance 
in the art since it obviates or mitigates many of the disad- 
vantages of the prior art. The endovascular prosthesis taught 
by Marotta comprises a leaf portion capable of being urged 
against the opening of the aneurysm thereby closing the 
aneurysm. In the endovascular prosthesis taught by Marotta, 
the leaf portion is attached to, and independently moveable 
with respect to, a body comprising at least one expandable 
portion. The expandable portion is expandable from a first, 
unexpanded state to a second, expanded state with a radially 
outward force thereon. Thus, the body serves the general 
purpose of fixing the endovascular prosthesis in place at a 
target body passageway or vascular lumen in the vicinity at 
which the aneurysmal opening is located and the leaf portion 
serves the purpose of sealing the aneurysmal opening 
thereby leading to obliteration of the aneurysm. Thus, as 
taught by Marotta, the leaf portion functions and moves 
independently of the body of the endovascular prosthesis. 

International Publication Numbers WO 2012/145823A1 
and WO 2012/145826 [both in the name of Tippett et al. 
(Tippett)] teach an endovascular prosthesis and an endovas- 
cular prosthesis delivery device. The endovascular prosthe- 
sis disclosed by Tippett is an improvement over the endo- 
vascular device disclosed by Marrotta in that the former is 
designed to allow the physician to be able to retrieve the 
device so that it may be repositioned for optimum placement 
prior to final deployment. The endovascular prosthesis 
delivery device disclosed by Tippett can take the form of a 
number of different embodiments. In each case, it is neces- 
sary to adopt a relatively complicated system of wires to 
attach/detach the endovascular prosthesis to/from the deliv- 
ery device—see, for example, FIGS. 4, 7, 8, 11, 12, 14, 15, 
22-24, 27 and 30-35. The result is that manufacture of the kit 
containing the endovascular prosthesis and delivery device 
is relatively complex and expensive. In addition, successful 
implantation of the endovascular prosthesis can be more 
difficult with the “fish lure” arrangement illustrated in the 
embodiments of the delivery device disclosed by Tippett. 

Accordingly, there remains a need in the art for an 
endovascular prosthesis delivery device that may that is 
relatively simple to manufacture and use to deliver and 
implant and endovascular prosthesis. It would be highly 
advantageous if relatively simple and reliable mechanism 
was available to detach the endovascular prosthesis from the 
delivery device. 


SUMMARY OF THE INVENTION 


Tt is an object of the present invention to obviate or 
mitigate at least one of the above-mentioned disadvantages 
of the prior art. 
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It is another object of the present invention to provide a 
novel endovascular prosthesis delivery device. 

Accordingly, in one of its aspects, the present invention 
provides an endovascular prosthesis delivery device com- 
prising: 

(a) a hub insert element disposed near a proximal portion 
of the delivery device. 

(b) a delivery frame element disposed near a distal portion 
of the delivery device and exteriorly with respect to at least 
a portion of the hub insert element, a distal portion of the 
delivery frame element comprising a prosthesis attachment 
zone; 

(c) a pull wire assembly secured with respect to the hub 
insert element and disposed interiorly with respect to the 
delivery frame element, the pull wire assembly comprising 
a pull wire having a distal portion disposed in the prosthesis 
attachment zone for attachment to a prosthesis; and 

(d) a first retention element configured to secure (and 
preferably disposed exteriorly with respect to) at least a 
portion of the hub insert element and at least a portion of the 
delivery frame element to one another; 

wherein the first retention element is configured to: (1) 
secure the hub insert element with respect to the delivery 
frame element during delivery of the prosthesis, and (11) be 
breakable to allow for relative movement of the hub insert 
element and the delivery frame element to release the 
prosthesis from the pull wire. 

In another of its aspects, the present invention provides an 
endovascular prosthesis delivery device comprising: 

a tubular member having a distal portion and a proximal 
portion, the tubular member comprising a first lumen con- 
figured to receive a guidewire and a second lumen config- 
ured to receive a pull wire, a distal portion of the tubular 
member comprising a prosthesis attachment zone; 

a hub insert element in a telescoping relationship with 
respect to the tubular member; 

a pull wire disposed in the second lumen for attachment 
to a prosthesis; and 

a first retention element configured to secure (and pref- 
erably disposed exteriorly with respect to) at least a portion 
of the hub insert element and at least a portion of the tubular 
member with respect to one another; 

wherein the first retention element is configured to: (i) 
secure the hub insert element with respect to the tubular 
member during delivery of the prosthesis, and (11) be break- 
able to allow for relative movement of the hub insert element 
and the tubular member to release the prosthesis from the 
pull wire. 

Thus, the present inventors have developed a novel endo- 
vascular prosthesis delivery device. The subject endovascu- 
lar prosthesis delivery device comprises a combination of a 
delivery frame element and a hub insert element that are 
secured to one another by a first retention element. At a distal 
portion of the delivery frame element, there is a prosthesis 
attachment zone for coupling to an endovascular prosthesis. 
When it is desired to deploy the endovascular prosthesis, the 
first retention element is broken in a manner to allow relative 
movement between the hub insert element and the delivery 
frame element. A pull wire assembly is secured with respect 
to the hub insert element and comprises a pull wire which is 
coupled to the endovascular prosthesis in the prosthesis 
attachment zone of the delivery frame element. Once the 
first retention element is broken by the physician (this is 
done when the endovascular prosthesis is in the correct 
position for deployment), the physician can then retract the 
hub insert which has the effect of retracting pull wire from 
the prosthesis attachment zone of the delivery frame ele- 
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ment. Тһе endovascular prosthesis and the endovascular 
prosthesis delivery device are now detached from one 
another and the latter may be withdrawn from the patient. 

The present endovascular prosthesis delivery device is 
believed to be a significant improvement over the one 
described in Tippett #1. Specifically, the present endovas- 
cular prosthesis delivery device can be more reliably pro- 
duced than the “fish lure” arrangement illustrated in the 
above-mentioned embodiments of the delivery device dis- 
closed by Tippett #1. In addition, the present endovascular 
delivery device is believed to be more reliable in deploy- 
ment of the endovascular prosthesis in that, unlike the “fish 
lure” arrangements illustrated in the above-mentioned 
embodiments of the delivery device disclosed by Tippett #1, 
it is not necessary with the present endovascular prosthesis 
to rely on multiple unlooping of a “fish lure” arrangement to 
reliably detach the endovascular prosthesis from the delivery 
device. This is very important since, once the endovascular 
prosthesis is in correct position for deployment, the physi- 
cian needs to be able to deploy/detach the device with little 
or no delay since a significant delay can result in the 
endovascular prosthesis moving from an optimal position 
prior to actual deployment. The present endovascular pros- 
thesis delivery device is believed to obviate or mitigate the 
occurrence of such a problem. 


BRIEF DESCRIPTION OF THE DRAWINGS 


Embodiments of the present invention will be described 
with reference to the accompanying drawings, wherein like 
reference numerals denote like parts, and in which: 

FIG. 1 illustrates a side elevation of a proximal portion of 
a preferred embodiment of the present endovascular pros- 
thesis delivery device; 

FIG. 2 is similar to FIG. 1 with the difference being that 
an element (breakaway hub heatshrink polymer 60) in the 
illustration in FIG. 1 is removed in FIG. 2 and the interior 
of the device is shown in FIG. 2; 

FIG. 3 illustrates an exploded view in side elevation of the 
various elements of the device shown in FIG. 1; 

FIG. 4 illustrates sectional views of the proximal portion 
of the endovascular prosthesis delivery device illustrated in 
FIGS. 1-2; 

FIG. 5 illustrates a top view, partially cut away, of a distal 
portion of the endovascular delivery device shown in FIGS. 
1-2; 

FIG. 6 illustrates a side elevation, partially cut away, of a 
distal portion of the endovascular delivery device shown in 
FIGS. 1-2; 

FIG. 7 illustrates an exploded view in side elevation of 
elements in side elevation of the the distal portion of the 
endovascular delivery device shown in FIGS. 5-6; 

FIG. 8 illustrates an exploded view in perspective of 
elements in side elevation of the the distal portion of the 
endovascular delivery device shown in FIGS. 5-6; 

FIG. 9 illustrates sectional views of the distal portion of 
the endovascular prosthesis delivery device illustrated in 
FIGS. 5-6; 

FIG. 10 illustrates a top view, partially cut away, of a 
sheathed endovascular prosthesis attached to the endovas- 
cular prosthesis delivery device illustrated in FIGS. 1-9; 

FIG. 11 illustrates a side elevation, partially cut away, of 
a sheathed endovascular prosthesis attached to the endovas- 
cular prosthesis delivery device illustrated in FIGS. 1-9; 

FIG. 12 is a view of the arrangement shown in FIGS. 
10-11 with the sheath removed so that the endovascular 


35 


40 


45 


50 


60 


65 


6 


prosthesis is movable while still attached to the endovascu- 
lar prosthesis delivery device; 

FIGS. 13-16 illustrate the use of a detacher to detach the 
endovascular prosthesis delivery device shown in FIGS. 
10-12; and 

FIG. 17 illustrates detachment of the endovascular pros- 
thesis from the endovascular prosthesis device. 


DETAILED DESCRIPTION OF THE 
PREFERRED EMBODIMENTS 


In a first aspect, the present invention relates to an 
endovascular prosthesis delivery device comprising: (a) a 
hub insert element disposed near a proximal portion of the 
delivery device, (b) a delivery frame element disposed near 
a distal portion of the delivery device and exteriorly with 
respect to at least a portion of the hub insert element, a distal 
portion of the delivery frame element comprising a prosthe- 
sis attachment zone; (c) a pull wire assembly secured with 
respect to the hub insert element and disposed interiorly with 
respect to the delivery frame element, the pull wire assembly 
comprising a pull wire have a distal portion disposed in the 
prosthesis attachment zone for attachment to a prosthesis; 
and (d) a first retention element configured to secure (and 
preferably disposed exteriorly with respect to) at least a 
portion of the hub insert element and at least a portion of the 
delivery frame element to one another; wherein the first 
retention element is configured to: (1) secure the hub insert 
element with respect to the delivery frame element during 
delivery of the prosthesis, and (11) be breakable to allow Юг 
relative movement of the hub insert element and the delivery 
frame element to release the prosthesis from the pull wire. 

In a second aspect, the present invention relates to an 
endovascular prosthesis delivery device comprising: a tubu- 
lar member having a distal portion and a proximal portion, 
the tubular member comprising a first lumen configured to 
receive a guidewire and a second lumen configured to 
receive a pull wire, a distal portion of the tubular member 
comprising a prosthesis attachment zone; a hub insert ele- 
ment in a telescoping relationship with respect to the tubular 
member; a pull wire disposed in the second lumen for 
attachment to a prosthesis; and a first retention element 
configure to secure (and preferably disposed exteriorly with 
respect to) at least a portion of the hub insert element and at 
least a portion of the tubular member with respect to one 
another; wherein the first retention element is configured to: 
(1) secure the hub insert element with respect to the tubular 
member during delivery of the prosthesis, and (11) be break- 
able to allow for relative movement of the hub insert element 
and the tubular member to release the prosthesis from the 
pull wire. 

Preferred embodiments either of this first aspect or second 
aspect of the present endovascular prosthesis delivery device 
may include any one or a combination of any two or more 
of any of the following features: 

the endovascular prosthesis delivery device further com- 

prises a tubular member configured to receive a 
guidewire, the tubular member being disposed interi- 
orly with respect to the hub insert element; 

the pull wire assembly further comprises a pull wire 

sleeve in which the pull wire is disposed; 

the pull wire sleeve has a distal end disposed proximally 

with respect to the prosthesis attachment zone; 

the pull wire sleeve has a proximal end disposed distally 

with respect to the hub insert element; 
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the pull wire sleeve has a proximal end disposed distally 
with respect to a proximal portion of the delivery frame 
element; 

the pull wire sleeve has an inner surface comprising a 
polymer lining; 

the pull wire sleeve has an inner surface comprising a 
polymer lining have а low coefficient of friction with 
respect to the pull wire; 

the pull wire sleeve has an inner surface comprising a 
lining comprising polytetrafluoroethylene (PTFE); 

the pull wire sleeve is secured with respect to the tubular 
member by a compressive force of the delivery frame 
element; 

the pull wire sleeve is secured with respect to the tubular 
member by an adhesive; 

the pull wire sleeve is secured with respect to the tubular 
member by the combination of a compressive force of 
the delivery frame element and an adhesive; 

the first retention element comprises a flexible material; 

the first retention element comprises a flexible polymer 
material; 

the first retention element comprises a flexible material 
that has been subjected to heat shrinking; 

the first retention element comprises a flexible polymer 
material that has been subjected to heat shrinking; 

the delivery frame element comprises at least one reten- 
tion window element; 

the first retentional element is at least partially embedded 
in at least one retention window element disposed in 
the delivery frame element; 

the first retentional element is at least partially embedded 
in a plurality of retention window elements disposed in 
the delivery frame element; 

the first retentional element and the retention window 
element combined to form a corrugated portion; 

the endovascular prosthesis delivery device further com- 
prises a visual marker element disposed exteriorly of 
the first retention element; 

the visual marker element is disposed proximally with 
respect to the pull wire sleeve; 

the visual marker element is disposed proximally with 
respect to the delivery frame element; 

the endovascular prosthesis delivery device further com- 
prises a tip collar element secured to the tubular mem- 
ber distally or proximally with respect to the prosthesis 
attachment zone; 

the endovascular prosthesis delivery device further com- 
prises a tip collar element secured to the tubular mem- 
ber distally and proximally with respect to the prosthe- 
sis attachment zone; 

the tip collar element comprises an opening in substantial 
alignment with the prosthesis attachment zone; 

the tip collar element comprises a channel configured to 
receive a distal portion of the pull wire; 

the channel is defined by a pair of opposed side portions; 

the channel is defined by a pair of opposed side portions 
the distal ends of which are interconnected by an end 
portion configured to substantially prevent axial move- 
ment of the pull wire toward the distal portion of the 
tubular member; 

a distal portion of the delivery frame element comprises 
a protrusion portion configured to cover at least a 
portion of the channel; 

the endovascular prosthesis delivery device further com- 
prises a second retention element disposed distally with 
respect to the prosthesis attachment zone and exteriorly 
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with respect to at least а portion of the tubular member 
and at least a portion of the tip collar element; 

the second retention element comprises a flexible mate- 

rial; 

the second retention element comprises a flexible polymer 

material; 

the second retention element comprises a flexible material 

that has been subjected to heat shrinking; 
the second retention element comprises a flexible polymer 
material that has been subjected to heat shrinking; 

the endovascular prosthesis delivery device further com- 
prises a radioopaque marker disposed in a distal portion 
thereof; 

the endovascular prosthesis delivery device further com- 

prises a radioopaque marker at least a portion of which 
is disposed distally with respect to the prosthesis 
attachment zone; 

the radioopaque marker is in the form of a foil element; 

the radioopaque marker is disposed exteriorally with 

respect to the tubular member; 
the prosthesis attachment zone is configured to permit 
rotational movement of an endovascular prosthesis 
with respect to longitudinal axis of delivery system; 

the distal end of the pull wire is proximal to the distal end 
of the tubular member; 

the proximal portion of tubular member is the most 

proximal portion of delivery system; 

the hub insert element comprises a slot portion in at least 

a portion of its length, the slot portion configured to 
receive a proximal portion of the pull wire; 
the endovascular prosthesis delivery device further com- 
prises a hub collar element disposed exteriorly with 
respect a proximal portion of the hub insert element; 

the distal portion of the hub collar element is in spaced 
relation with respect to the proximal portion of the 
delivery frame element; 

the hub insert element and the hub collar element each 

comprises a slot portion in substantial alignment with 
one another and configured to received a proximal 
portion of the pull wire; 

the slot comprises an adhesive to adhere the hub insert, 

the hub collar element and the proximal portion of the 
pull wire assembly; 

the device further comprises an adhesive for securing the 

hub insert element and the hub collar element; and/or 

the first retention element extends along less than 50%, 

preferably less than 40%, more preferably less than 
30%, even more preferably less than 20, most prefer- 
ably less than 10%, of a longitudinal length of the 
endovascular prosthesis delivery device. 

With reference to FIGS. 1-2, there is illustrated a proximal 
portion 10 of a preferred embodiment of the present endo- 
vascular prosthesis delivery device. 

The components in FIGS. 1 and 2 can be easily under- 
stood with reference to FIG. 3 which illustrates the compo- 
nents in an exploded view in relative alignment along a 
longitudinal axis of proximal portion 10 of the endovascular 
prosthesis delivery device: 


Reference Numeral Component 


15 delivery system frame 

20 heatshrink retention windows 
25 insert hub 

30 hub collar 

35 guidewire tubing 
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-continued 
Reference Numeral Component 
40 pull wire tube 
45 pull wire 
50 proximal portion of pull wire 45 
55 interior cavity of hub collar 30 
57 Interior cavity of hub insert 25 
60 breakaway hub heatshrink polymer 
65 visual marker 


Thus, with initial reference to FIG. 3, proximal portion 10 
of the endovascular prosthesis delivery device comprises a 
delivery system frame 15. This element is similar to the 
delivery system device disclosed in Tippett #1 except for the 
distal portion thereof which will be described in more detail 
below. Delivery system frame 15 comprises a region of 
heatshrink retention windows 20, the purpose of which will 
be described below. 

The proximal portion of delivery system frame 15 1$ 
placed over a distal portion of a hub insert 25. A hub collar 
30 is placed over a proximal portion of hub insert 25. А pull 
wire tube 40 is disposed within delivery system frame 15 
and a pull wire 45 is disposed within pull wire tube 40. As 
illustrated, a proximal portion 50 of pull wire 45 is disposed 
in an interior cavity 55 of hub collar 30 and an interior cavity 
57 of hub insert 25. An adhesive (not shown for clarity) is 
disposed in interior cavity 55 of hub collar 30 and interior 
cavity 57 of hub insert 25 and serves to secure proximal 
portion 50 of pull wire 55 with respect to interior cavity 55 
of hub collar 30 and interior cavity 57 of hub insert 25. 

With reference to FIGS. 1-3, a breakaway hub heatshrink 
polymer 60 (also referred to as a “first retention element” 
elsewhere in this specification) is disposed over the previ- 
ously described elements. When breakaway hub heatshrink 
polymer 60 is shrunk in place, heatshrink retention windows 
20 improve the mechanical fixation of breakaway hub 
heatshrink polymer 60 to delivery system frame 15. In such 
a configuration, it will be understood that breakaway heat- 
shrink 60 serves to secure system frame 15 to the combi- 
nation hub insert 25 and hub collar 30—1.e., hub insert 25 
and hub collar 30 are bonded to each other by an adhesive 
(not shown for clarity) to form a breakaway hub assembly. 

A visual marker 65 is disposed on the outside of break- 
away hub heatshrink 60 and serves to facilite detachment of 
an endovascular prosthesis as described below. 

It will be appreciated by those of skill in the art, that FIG. 
2 illustrates the proximal portion 10 of the present endo- 
vascular prosthesis delivery device without the presence of 
breakaway hub heatshrink polymer 60. Further, it will be 
appreciated the FIG. 2 has been labelled to denote the 
various elements as if breakaway hub heatshrink polymer 60 
is not present. 

FIG. 4 illustrates proximal portion 10 of the endovascular 
prosthesis delivery device illustrated in FIGS. 1-3 showing 
various sectional views of the components along the longi- 
tudinal axis of the endovascular prosthesis delivery device. 
It is believed these views are self-explanatory in light of the 
description of the components provided above in relation to 
FIGS. 1-3 

With reference to FIGS. 5-9, there is illustrated a distal 
portion 67 of the endovascular delivery device illustrated in 
FIGS. 1-4, 

Again, the components may be understood readily with 
reference to FIGS. 7-8 (as will be apparent, some of these 
components have been identified in FIGS. 1-4): 
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Reference Numeral Component 


15 delivery system frame 

17 tab element 

35 guidewire tubing 

40 pull wire tube 

45 pull wire 

62 flexible heatshrink polymer 
70 tip collar 

75 channel in tip collar element 70 
80 radioopaque marker 

85 distal heatshrink polymer 

90 prosthesis attachment window 


Additionally, it can be seen that distal portion 67 of the 
endovascular prosthesis delivery device comprises a tip 
collar 70 having a groove 75, a prosthesis attachment 
window 90 formed in a distal portion of delivery system 
frame 15, a radioopaque marker 80 and a distal heatshrink 
polymer 85 (also referred to as a “second retention element” 
used elsewhere in this specification). It can also be seen that 
a distal-most end of delivery system frame 15 comprises a 
tab element 17. Distal heatshrink polymer 85 serves to 
secure guidewire tubing 35, tip collar 70, radioopaque 
marker 80 and tab element 17 of delivery system frame 15 
with respect to one another. 

With reference to FIG. 5, it can be seen that the distal end 
of pull wire 45 is disposed in groove 75 of tip collar 70. With 
further reference to FIG. 5, it can be seen that tab element 
17 of delivery system frame 15 is disposed atop channel 75 
of tip collar 70 which serves to space pullwire tube 40 and 
pull wire 45 away from guidewire tubing 35 thereby to 
permit an endovascular prosthesis 100 to pivot about pull 
wire 45 prior to detachment (this will be described below, 
particularly with reference to FIG. 12). As can be further 
seen with reference to FIGS. 5-6, the proximal portion of 
distal heatshrink polymer 85 is spaced from the distal 
portion of flexible heatshrink polymer 62 to expose pros- 
thesis attachment window 90 in tip collar 70 and in which an 
exposed portion of pull wire 40 is disposed. 

Thus, it will be apparent that the illustrated endovascular 
prosthesis includes three separate heatshrink polymer ele- 
ments: breakaway hub heatshrink polymer 60, distal heat- 
shrink polymer 85 and flexible heatshrink polymer 62 dis- 
posed intermediate thereof. Preferably, distal heatshrink 
polymer 85 has a smaller diameter than flexible heatshrink 
polymer 62. In a preferred embodiment, polymer used for 
breakaway hub heatshrink polymer 60, distal heatshrink 
polymer 85 and flexible heatshrink polymer 62 is polyeth- 
ylene terephthalate (PET). 

FIG. 9 illustrates the distal portion 67 of the endovascular 
prosthesis delivery device showing various sectional views 
which should be self-explanatory in light of the above 
discussion with reference to FIGS. 5-8. 

FIGS. 10 and 11 illustrate the distal portion 67 of the 
endovascular prosthesis delivery device attached to a loop 
portion 95 of an endovascular prosthesis 100. As illustrated, 
a delivery sheath 105 encases the distal portion 67 of the 
endovascular prosthesis delivery device and endovascular 
prosthesis 100. 

FIG. 12 illustrates a portion of endovascular prosthesis 
100 and the distal portion 67 of the endovascular prosthesis 
delivery device unsheathed (a number of elements of the 
distal portion 67 of the endovascular prosthesis described 
above with reference to FIGS. 1-11 have been omitted for 
clarity purposes). Those of skill in the art will understand 
that endovascular prosthesis 100 is rotationally movable 
about pull wire 45 via attachment loop 95. 
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Endovascular prosthesis 100 may be used with the present 
endovascular prosthesis delivery device to deliver endovas- 
cular prosthesis 100 to the correct position in the patient. In 
this regard, reference is made to Tippett #1 described above 
and to International Patent Publication Number WO2014/ 
066982 [Tippet et al. (“Тірре( #2)] for a disclosure of 
delivery of an endovascular prosthesis to the correct position 
in the patient using the endovascular prosthesis device 
taught by Tippett #1. 

FIGS. 13-17 illustrate detachment of endovascular pros- 
thesis 100 from the proximal portion 65 of the present 
endovascular prosthesis delivery device once the former is 
correctly positioned. 

Thus, detacher 200 is used and comprises a pair of outer 
jaws 205, a pair of inner jaws 210 and a pair of grips 215. 

When it is desired to detach endovascular prosthesis 100 
from distal portion 67 of the present endovascular prosthesis 
delivery device, detacher 200 is placed such that outer jaws 
205 are aligned with a portion of proximal portion 10 distal 
to visual marker 65 while inner jaws 210 are aligned with a 
portion of proximal portion 10 proximal to visual marker 65. 
Once so aligned, handles 215 of detacher 200 are squeezed 
together initially resulting in outer jaws 205 and inner jaws 
210 clamping on the respective portions of proximal portion 
10 of the present endovascular prosthesis delivery device— 
see FIG. 14. As handles 215 are continued to be squeezed, 
inner jaws 210 are retracted in the direction of arrow A while 
outer jaws 205 are held in place—see FIG. 15. 

The resulting action severs (or breaks) breakaway hub 
heatshrink polymer 60. Such breakage results in delivery 
system frame 15 and hub insert 25 no longer being secured 
to one another and being movable in a telescoping manner. 
Handles 215 are then released—see FIG. 16. 

The physician then grips hub insert 25 and/or hub collar 
30 and retracts either or both of these elements. This has the 
effect of retracting pull wire 45 from prosthesis attachment 
window 90 in tip collar 70—see FIG. 17. At this point, 
endovascular prosthesis 100 is instantly detached from the 
distal portion 67 of the present endovascular prosthesis 
delivery system. 

While this invention has been described with reference to 
illustrative embodiments and examples, the description is 
not intended to be construed in a limiting sense. Thus, 
various modifications of the illustrative embodiments, as 
well as other embodiments of the invention, will be apparent 
to persons skilled in the art upon reference to this descrip- 
tion. It is therefore contemplated that the appended claims 
will cover any such modifications or embodiments. 

All publications, patents and patent applications referred 
to herein are incorporated by reference in their entirety to the 
same extent as if each individual publication, patent or 
patent application was specifically and individually indi- 
cated to be incorporated by reference in its entirety. 


What is claimed is: 

1. An endovascular prosthesis delivery device compris- 

ing: 

(a) a hub insert element disposed near a proximal portion 
of the delivery device; 

(b) a delivery frame element disposed near a distal portion 
of the delivery device and exteriorly with respect to at 
least a portion of the hub insert element, a distal portion 
of the delivery frame element comprising a prosthesis 
attachment zone; 

(c) a pull wire assembly secured with respect to the hub 
insert element and disposed interiorly with respect to 
the delivery frame element, the pull wire assembly 
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12 
comprising a pull wire having a distal portion disposed 
in the prosthesis attachment zone for attachment to a 
prosthesis; and 

(d) a first retention element disposed exteriorly with 

respect to the at least a portion of the hub insert element 
and at least a portion of the delivery frame element; 

wherein the first retention element is configured to: (i) 

secure the hub insert element with respect to the 
delivery frame element during delivery of the prosthe- 
sis, and (11) be breakable to allow for relative movement 
of the hub insert element and the delivery frame 
element to release the prosthesis from the pull wire. 

2. The endovascular prosthesis delivery device defined in 
claim 1, further comprising a tubular member configured to 
receive a guidewire, the tubular member being disposed 
interiorly with respect to the hub insert element. 

3. The endovascular prosthesis delivery device defined in 
claim 2, further comprising a tip collar element secured to 
the tubular member distally and proximally with respect to 
the prosthesis attachment zone. 

4. The endovascular prosthesis delivery device defined in 
claim 3, wherein the tip collar element comprises a channel 
configured to receive a distal portion of the pull wire. 

5. The endovascular prosthesis delivery device defined in 
claim 1, wherein the pull wire assembly further comprises a 
pull wire sleeve in which the pull wire is disposed. 

6. The endovascular prosthesis delivery device defined in 
claim 5, wherein the pull wire sleeve has a distal end 
disposed proximally with respect to the prosthesis attach- 
ment zone. 

7. The endovascular prosthesis delivery device defined in 
claim 5, wherein the pull wire sleeve has a proximal end 
disposed distally with respect to the hub insert element. 

8. The endovascular prosthesis delivery device defined in 
claim 5, wherein the pull wire sleeve has a proximal end 
disposed distally with respect to a proximal portion of the 
delivery frame element. 

9. The endovascular prosthesis delivery device defined in 
claim 5, wherein the pull wire sleeve has an inner surface 
comprising a polymer lining. 

10. The endovascular prosthesis delivery device defined 
in claim 5, wherein the pull wire sleeve has an inner surface 
comprising a polymer lining have a low coeflicient of 
friction with respect to the pull wire. 

11. The endovascular prosthesis delivery device defined 
in claim 5, wherein the pull wire sleeve has an inner surface 
comprising a lining comprising polytetrafluoroethylene 
(PTFE). 

12. A kit comprising: 

(a) an endovascular prosthesis comprising a delivery 

device attachment portion; 

(b) the endovascular prosthesis delivery device defined in 

claim 1, and 
(c) a sheath element encasing the endovascular prosthesis 
and the endovascular prosthesis delivery device, 

wherein the delivery device attachment portion of the 
endovascular prosthesis is coupled to the pull wire of 
the endovascular prosthesis delivery device. 

13. The kit defined in claim 12, further comprising a 
microcathether for receiving the endovascular prosthesis 
and the endovascular prosthesis delivery device. 

14. An endovascular prosthesis delivery device compris- 
ing: 

a tubular member having a distal portion and a proximal 

portion, the tubular member comprising a first lumen 
configured to receive a guidewire and a second lumen 
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configured to receive a pull wire, the distal portion of 
the tubular member comprising a prosthesis attachment 
zone; 
a hub insert element in a telescoping relationship with 
respect to the tubular member; 
a pull wire disposed in the second lumen for attachment 
to a prosthesis; and 
a first retention element configured to secure at least a 
portion of the hub insert element and at least a portion 
of the tubular member with respect to one another; 
wherein the first retention element is configured to: (i) 
secure the hub insert element with respect to the tubular 
member during delivery of the prosthesis, and (ii) be 
breakable to allow for relative movement of the hub 
insert element and the tubular member to release the 
prosthesis from the pull wire. 
15. The endovascular prosthesis delivery device defined 
in claim 14, wherein the pull wire further comprises a pull 
wire sleeve in which the pull wire is disposed. 
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16. The endovascular prosthesis delivery device defined 
in claim 15, wherein the pull wire sleeve has a distal end 
disposed proximally with respect to the prosthesis attach- 
ment zone. 

17. The endovascular prosthesis delivery device defined 
in claim 15, wherein the pull wire sleeve has a proximal end 
disposed distally with respect to the hub insert element. 

18. The endovascular prosthesis delivery device defined 
in claim 15, wherein the pull wire sleeve has a proximal end 
disposed distally with respect to a proximal portion of the 
tubular member. 

19. The endovascular prosthesis delivery device defined 
in claim 15, wherein the pull wire sleeve has an inner surface 
comprising a polymer lining. 

20. The endovascular prosthesis delivery device defined 
in claim 15, wherein the pull wire sleeve has an inner surface 
comprising a polymer lining have a low coeflicient of 
friction with respect to the pull wire. 
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